Rapid Measurement of Xylose and Glucose
for Monitoring Corn Stover Fermentation
in Bioethanol Production
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Abstract
Acid-treated corn stover produces a variety of fermentable sugars that include
glucose, xylose, mannose, arabinose, cellobiose, and galactose. HPLC is commonly
used to measure glucose and xylose, which are important markers for evaluating
the progress and efficiency of ethanol fermentation processes. The HPLC method
is accurate and precise; however, it requires significant sample pretreatment and
analytical cycle times ≥ 30 minutes. A YSI Biochemistry Analyzer, configured with
glucose oxidase and pyranose oxidase immobilized enzyme membranes, was
evaluated for its ability to simultaneously measure glucose and xylose during
fermentation of pretreated corn stover in a bioethanol production process. In this
study filtered corn stover samples were periodically measured for glucose and
xylose over a 48-hour period during a lab-scale bioethanol fermentation. Samples
were analyzed on both a YSI Biochemistry Analyzer and an HPLC. Comparability of
the two analytical methods were evaluated with regards to precision and analysis
time. A strong, positive correlation of the two methods was demonstrated. The
YSI Biochemistry analyzer performed simultaneous analysis of glucose and xylose
in less than 3 minutes, providing a rapid, precise analytical alternative to the HPLC
analytical method.

How the Immobilized Enzyme Membrane Technology Works

Fermentation samples loaded onto YSI Analyzer or
automatically drawn from bioreactor.

Exploded view of membrane and sensor.

Sample (13 µl volume) deposited into sample chamber
configured with glucose oxidase and pyranose oxidase
immobilized enzyme membranes.

Experimental Plan
Evaluation:
Evaluate comparability of YSI Biochemistry Analyzer and HPLC analytical methods
for glucose and xylose monitoring of acid hydrolyzed corn stover fermentation.
Criteria:
• YSI analysis should demonstrate strong, positive correlation with the HPLC method
• YSI analyzer should significantly reduce analysis time.

Fermentation Process
• 48-hour fermentation of acid-hydrolyzed corn stover
• Lab-scale fermentation process for bioethanol production (< 10L)

Process Analytics
YSI Biochemistry Analyzer:
• Configured with glucose oxidase and pyranose oxidase
immobilized membranes.

D-glucose + O2

glucose oxidase
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Simultaneous measurement of glucose & xylose < 3 minutes.

Fermentation Sugar Analysis

Glucose/Xylose Results
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• Mean glucose and xylose values for both YSI and HPLC
analytical methods demonstrate comparability throughout
entire fermentation process.
• No significant interference of arabinose, mannose, galactose
and cellobiose on xylose measurement (pyranose oxidase).

Analytical Method Comparability

Linear Regression Analysis

• Simultaneous glucose and xylose analysis of pre-filtered fermentation samples.
y = 0.9937x - 0.2523
R2 = 0.9852

• No sample pH adjustment required.

• Strong, positive correlation of YSI and HPLC analytical methods

• 13 µl sample size

• YSI analysis time < 3 minutes. HPLC analysis time = 30 minutes.

Agilent® 1100 Series HPLC:
• RI detector, Shodex SP0810 column,
HPLC-grade H2O mobile phase
• 0.6 ml/min flow, 85º C
• Simultaneous glucose and xylose analysis of
pre-filtered fermentation samples.
• Sample pH adjustment to ~ 7.
• 10 – 50 µl sample size

YSI 2950D
Biochemistry
Analyzer

Conclusions
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• YSI immobilized enzyme membrane technology demonstrated comparability to the
HPLC method for both D-glucose and D-xylose analysis.
• Simultaneous D-glucose and D-xylose analysis time reduced > 10-fold using the YSI
Biochemistry Analyzer.
• YSI Biochemistry Analyzer provides scale-independent process analytical technology for
monitoring acid-hydrolyzed corn stover fermentation.
• Rapid, precise analysis achieved with YSI analytical method while reducing
sample prep burden.
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